Abstract: On-orbit radiometric characterization of the multispectral (MS) imagery of the Korea Aerospace Research Institute (KARI)'s Korea Multi-Purpose Satellite-3A (KOMPSAT-3A), which was launched on 25 March 2015, was conducted to provide quantitative radiometric information about KOMPSAT-3A. During the in-orbit test (IOT), vicarious radiometric calibration of KOMPSAT-3A was performed using the Second Simulation of a Satellite Signal in the Solar Spectrum (6S) radiative transfer model. The characteristics of radiometric tarps, the atmospheric optical depth from multi-filter rotating shadowband radiometer (MFRSR) measurements, and sun-sensor-geometry were carefully considered, in order to calculate the exact top of atmosphere (TOA) radiance received by KOMPSAT-3A MS bands. In addition, the bidirectional reflectance distribution function (BRDF) behaviors of the radiometric tarps were measured in the laboratory with a two-dimensional hyperspectral gonioradiometer, to compensate for the geometry discrepancy between the satellite and the ASD FieldSpec ® 3 spectroradiometer. The match-up datasets between the TOA radiance and the digital number (DN) from KOMPSAT-3A were used to determine DN-to-radiance conversion factors, based on linear least squares fitting for two field campaigns. The final results showed that the R 2 values between the observed and simulated radiances for the blue, green, red, and near-infrared (NIR) bands, are greater than 0.998. An approximate error budget analysis for the vicarious calibration of KOMPSAT-3A showed an error of less than 6.8%. When applying the laboratory-based BRDF correction to the case of higher viewing zenith angle geometry, the gain ratio was improved, particularly for the blue (1.3%) and green (1.2%) bands, which exhibit high sensitivity to the BRDF of radiometric tarps during the backward-scattering phase. The calculated gain ratio between the first and second campaigns showed a less than 5% discrepancy, indicating that the determined radiometric characteristics of KOMPSAT-3A are reliable and useful to the user group for quantitative applications.
Introduction
The recently developed Korea Multi-Purpose Satellite-3A (KOMPSAT-3A), which is a continuation of the KOMPSAT-1-3 earth observation satellite (EOS) programs from the Korea Aerospace Research Institute (KARI), was launched on 25 March 2015, on a Dnepr-1 launch vehicle from the Jasny Dombarovsky site in Russia. The main purpose of the KOMPSAT-3A is to enable us to take advantage of geographical information systems (GIS) in environmental, agricultural, and oceanographic sciences, and to facilitate natural hazards. After the launch, KARI performed an in-orbit test (IOT) that included radiometric calibration for a six month period between 14 April and 4 September 2015. KOMPSAT-3A is equipped with two distinctive sensors, a high-resolution multispectral (MS) optical sensor, namely the Advanced Earth Image Sensor System-A (AEISS-A), and the Scanner Infrared Imaging System (SIIS). In this study, we focused on the radiometric calibration of AEISS-A.
The radiometric calibration of the optical satellite is a prerequisite for quantitative applications of remote sensing [1] , in order to make full use of the physical data for Earth observation (EO) and also for radiometric data continuity with different EO satellites [2] . Although most EO satellite sensors are carefully calibrated by a laboratory experiment with a characterized radiance source, defining absolute radiometric calibration is a challenge after the launch, due to inevitable in-orbit modifications by effects such as the outgassing phenomenon (in early stages) and radiation emissions (on a longer-term scale), that affect both the optical transmission and the charge-coupled device (CCD) signal in darkness [3] . Furthermore, the device sensitivity for converting the digital number (DN) into radiance values degrades over time, mainly because of sensor deterioration [4, 5] . Various radiometric calibration methods have been suggested to calibrate most of the operating radiometric sensors, such as Landsat 7/8, IKONOS, QuickBird, Pleiades, RSI, and SSOT [6] [7] [8] [9] [10] . In-orbit calibration methods include onboard, vicarious, cross, star, and lunar calibration [7, 11, 12] . Generally, cross-calibration or onboard calibration uses well-calibrated satellites or well-defined radiance sources on satellites, while vicarious calibration is completed using measurable natural or artificial reflectors. In this study, we vicariously calibrated the device using radiometric tarps. The same locations are revisited very infrequently, due to the narrow swath width and high spatial resolution of KOMPSAT-3A. This makes it difficult to acquire stable and predictable reflectances using natural reference targets such as deep convection clouds [13] , dark reflectance surfaces [14] , and oceans [15] . Furthermore, it is difficult to acquire various reflectance ranges from dark to bright natural targets, in order to effectively determine the DN to radiance empirical line within a regular time period.
The main purpose of this paper is to report on the initial conditions of the radiometric calibration of KOMPSAT-3A during the IOT periods, performed on the basis of vicarious calibration methods. In this study, the Second Simulation of the Satellite Signal in the Solar Spectrum (6S) radiative transfer model [16] was used to simulate the amount of radiance observed by the sensor at the top of atmosphere (TOA) level. The radiometric calibration method of KOMPSAT-3A is based on the previous KOMPSAT-3 vicarious algorithm [17] , but the input data processing for the 6S radiative transfer model was improved. We carefully processed the input data, such as laboratory-based bidirectional reflectance distribution function (BRDF) measurements of each of the tarp samples, with a hyperspectral gonioreflectometric instrument for BRDF correction, and multifilter rotating shadowband radiometer (MFRSR) measurements for atmospheric constituent parameterization. These measurements included the aerosol optical depth (AOD), amount of water vapor, and point spread function (PSF) simulations of AEISS-A with star observations, which can be compared with a previous study [17] , because accurate input parameters lead to accurate simulations of the TOA radiance, received by each of the KOMPSAT-3A MS bands. Based on carefully prepared input parameters, we estimated the simulated TOA radiance received by KOMPSAT-3A MS and compared it with the KOMPSAT-3A DN in order to determine the DN-to-radiance coefficients, which indicated that radiometric conversion information is useful for the quantitative application user group. Table 1 represents the detailed specifications of the KOMPSAT-3A AEISS-A sensors. KOMPSAT-3A is a newly developed satellite of KOMPSAT-3 with higher spatial resolution, and is equipped with the SIIS IR sensor, but with the same MS imagery specifications. The spectral response functions and panchromatic bands are the same as those used with the KOMPSAT-3 MS. Under a nominal orbit, its ground sample distance (GSD) for multi-spectral images and panchromatic images is 2.2 m and 0.55 m, respectively. The swath width of KOMPSAT-3A is less than 12 km at nadir direction, and its expected lifetime is designed to be four years. In this study, we selected two field campaign sites, Goheung (GH) County, South Korea (34.60 • N, 127.20 • E), and Zuunmod, Mongolia (MG) (47.721 • N, 107.064 • E). The locations of the field campaigns are shown in Figure 1a ,b. In the first field campaign at Goheung (Figure 1a ), we obtained cropped images of the tarp areas from the KOMPSAT-3A MS, and their corresponding unmanned aerial vehicle (UAV) images. These images are shown in Figure 1c ,e, respectively. We used the 10 × 20 m tarps numbered from one to four, shown to the right of Figure 1e . We chose these over the smaller 10 × 10 m tarps to mitigate the PSF effects caused by the CCD camera [18] . These can be reduced by increasing the spatial extent of the target. The 10 × 20 m tarps shown in Figure 1c were represented by 5 × 10 pixel regions in the images. The edges, which were clearly influenced by the surrounding reflectance, are semitransparent. By visually inspecting these tarp areas, we can see that they are represented by areas of 3 × 8 pixels. Only pixels that were clearly part of the tarp area were used to determine the ground reference values for the KOMPSAT-3A DN. According to [19] , in order to obtain reasonable vicarious radiometric calibration results, the radiometric tarp must occupy an area of 5 × 5 pixels or more when observed from the satellite. The authors of that study used 20 × 20 m tarps to vicariously calibrate IKONOS satellites. The spatial resolution of the IKONOS satellites was 4 m. As the KOMPSAT-3A satellites have an MS channel spatial resolution of 2.2 m, areas represented by 5 × 5 pixels, which correspond to areas of 11 × 11 m or larger, can be used for vicarious calibration. The tarps used in the Goheung field observations were sufficiently large in the vertical direction, but 1 m too small in the horizontal direction. This made environmental effects more pronounced. In the second field campaign over Zuunmod (Figure 1b,d,f) , we used larger radiometric tarps with dimensions of 20 × 20 m, as shown in Figure 1d ,f. In Figure 1d , we can see that the areas which are clearly tarps, occupy a minimum of 8 × 8 pixels in the KOMPSAT-3A MS images. Hence, for vicarious calibration, it is better to use larger radiometric tarps, like those used in the second field campaign. The observations of these tarps were less affected by the environment.
Materials and Methods
When fabricating the radiometric tarps, we selected reflectance rates in the range 3% to 56%. We assumed that these rates would facilitate the radiometric calibration process, as, according to previous studies [20] , the natural reflectance of land to light in the visible to NIR spectrum is usually less than 60%.
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Schema of Vicarious Calibration Algorithm for KOMPSAT-3A Using 6S Radiative Transfer Model
In this study, we adopted the 6S radiative transfer model to simulate the physical radiance received by the KOMPSAT-3A MS sensor by retrieving the essential model input parameters. The 6S code, which is the improved version of 5S, includes a more accurate calculation of highly asymmetric aerosol scattering phase functions, arbitrary variation in the vertical aerosol profile, the ability to change the number of calculation angles and layers, and an increased number of node wavelengths from 10 to 20. The 6S radiative transfer model was validated by Kotchenova et al. [21] and found to be consistent to within 1%, when compared with other RTMs [22] . The model has been extensively validated, and its accuracy is stated to be within 1% [23] . Therefore, securing accurate input parameters allows an exact atmospheric parameterization calculation, and it is imperative that such input parameters be considered and retained in order to estimate accurate DN-to-radiance coefficients. In this study, we improved the accuracy of the vicarious radiometric calibration algorithm by both improving the existing input data calculation method, and introducing a new method that was not used in the previous radiometric calibration study [17] . Figure 2 presents a flowchart of the vicarious radiometric calibration of KOMPSAT-3A using the 6S radiative transfer model and related input parameters. The main input parameter processes, such as the hyperspectral reflectance of tarps from ASD FieldSpec ® 3, laboratory-based BRDF measurements, precise atmospheric measurements from MFRSR, and PSF correction, were carefully applied to accurately calculate the amount of sensor-received radiance.
In addition, ancillary input parameters, such as geometric conditions, the spectral response function (SRF) for KOMPSAT-3A MS bands, and environmental surface reflectance, were also considered. To consider the background surface reflectance, we introduced an environmental function that models adjacency effects. This function takes into account the scattering effects induced by the difference in reflectance between the tarp and the surrounding area. We assumed that the surface reflectance was not uniform, as is the case with a circular target. In the 6S model, the adjacency effects were calculated based on the target reflectance, the target radius, and the environmental reflectance. We used surface spectral libraries from the Korean Institute of Geoscience and Mineral Resources (KIGAM) to determine the environmental reflectance. For more information, see the 6S radiative transfer model manual [24] . 
In addition, ancillary input parameters, such as geometric conditions, the spectral response function (SRF) for KOMPSAT-3A MS bands, and environmental surface reflectance, were also considered. To consider the background surface reflectance, we introduced an environmental function that models adjacency effects. This function takes into account the scattering effects induced by the difference in reflectance between the tarp and the surrounding area. We assumed that the surface reflectance was not uniform, as is the case with a circular target. In the 6S model, the adjacency effects were calculated based on the target reflectance, the target radius, and the environmental reflectance. We used surface spectral libraries from the Korean Institute of Geoscience and Mineral Resources (KIGAM) to determine the environmental reflectance. For more information, see the 6S radiative transfer model manual [24] . Table 2 shows the KOMPSAT-3A geometric conditions for the vicarious radiometric calibration during the two field campaigns. Until we had acquired a useful KOMPSAT-3A calibration dataset, satisfying the clear-sky weather conditions and reliable geometric conditions with a viewing angle of less than 10 degrees, we had to command new observation orders for KOMPSAT-3A more than 10 times. During the IOT period, we finally acquired two calibratable KOMPSAT-3A images, with a viewing zenith angle of less than 10 degrees under clear-sky conditions. The first one was acquired on 27 May 2015 at 04:43 coordinated universal time (UTC), over Goheung, and the second was acquired on 18 June 2015 at 05:47 UTC, over Zuunmod (Table 2) . Based on the size of the tarps at each location, we expected to observe reduced adjacency effects in the Zuunmod tarps, due to their ability to secure more purely reflected spectral reflectances compared to the first field campaign. Furthermore, the viewing zenith angle of KOMPSAT-3A during the Zuunmod field campaign was less than that of the first field campaign (see Table 2 ), indicating that reduced effects of BRDF surface tarps and atmospheric loads could be expected.
ASD FieldSpec ® 3 Measurements of the Hyperspectral Reflectance of Tarps
As mentioned previously, we deployed radiometric tarps before the expected KOMPSAT-3A pass time, as shown in Figure 1e ,f. To estimate the high-spectra resolution of the reference targets, we utilized an ASD FieldSpec ® 3 (ASD Inc., Boulder, CO, USA). This is a high-resolution spectroradiometer with a spectral resolution of 3 nm in the 350-1000 nm spectral range, and 10 nm in the 1000-2500 nm spectral range. The full spectral range of the spectroradiometer covers the KOMPSAT-3A MS bands (450-950 nm). Thus, the spectra of the radiometric tarps can be used as surface reference data. When performing ASD FieldSpec ® 3 measurements, it is important to use appropriate observation geometries and measurement times. To normalize the reflectance and reduce the BRDFs caused by the differences in the ASD FieldSpec ® 3 geometry and the changeable KOMPSAT-3A geometry [25] , we fixed the ASD observation geometry in the direction of the nadir. Then, we carefully measured the spectra of the radiometric tarps using the ASD FieldSpec ® 3. To reduce temporal observation discrepancies and the effects of changes in the solar zenith angle on the BRDF, we took these measurements in the hour before the KOMPSAT-3A passed over the tarps. When measuring the hyperspectral reflectance of the tarps using the ASD FieldSpec ® 3, we ensured Table 2 shows the KOMPSAT-3A geometric conditions for the vicarious radiometric calibration during the two field campaigns. Until we had acquired a useful KOMPSAT-3A calibration dataset, satisfying the clear-sky weather conditions and reliable geometric conditions with a viewing angle of less than 10 degrees, we had to command new observation orders for KOMPSAT-3A more than 10 times. During the IOT period, we finally acquired two calibratable KOMPSAT-3A images, with a viewing zenith angle of less than 10 degrees under clear-sky conditions. The first one was acquired on 27 May 2015 at 04:43 coordinated universal time (UTC), over Goheung, and the second was acquired on 18 June 2015 at 05:47 UTC, over Zuunmod (Table 2) . Based on the size of the tarps at each location, we expected to observe reduced adjacency effects in the Zuunmod tarps, due to their ability to secure more purely reflected spectral reflectances compared to the first field campaign. Furthermore, the viewing zenith angle of KOMPSAT-3A during the Zuunmod field campaign was less than that of the first field campaign (see Table 2 ), indicating that reduced effects of BRDF surface tarps and atmospheric loads could be expected.
As mentioned previously, we deployed radiometric tarps before the expected KOMPSAT-3A pass time, as shown in Figure 1e ,f. To estimate the high-spectra resolution of the reference targets, we utilized an ASD FieldSpec ® 3 (ASD Inc., Boulder, CO, USA). This is a high-resolution spectroradiometer with a spectral resolution of 3 nm in the 350-1000 nm spectral range, and 10 nm in the 1000-2500 nm spectral range. The full spectral range of the spectroradiometer covers the KOMPSAT-3A MS bands (450-950 nm). Thus, the spectra of the radiometric tarps can be used as surface reference data. When performing ASD FieldSpec ® 3 measurements, it is important to use appropriate observation geometries and measurement times. To normalize the reflectance and reduce the BRDFs caused by the differences in the ASD FieldSpec ® 3 geometry and the changeable KOMPSAT-3A geometry [25] , we fixed the ASD observation geometry in the direction of the nadir. Then, we carefully measured the spectra of the radiometric tarps using the ASD FieldSpec ® 3. To reduce temporal observation discrepancies and the effects of changes in the solar zenith angle on the BRDF, we took these measurements in the hour before the KOMPSAT-3A passed over the tarps. When measuring the hyperspectral reflectance of the tarps using the ASD FieldSpec ® 3, we ensured that the results reflected the spatial radiometric characteristics of the targets, by measuring points on each tarp at least 20 times, with 10 repetitions per measurement. The mean value of these measurements was used in simulations of the 6S model. The reflectance differed by less than 1% between any two points in each tarp. As shown in Figure 3 , all of the spectral reflectance curves of the four large tarps produced a spectrally flat pattern, with the exception of the starting points. As shown on the spectral curve, the reflectance of the radiometric tarps used in the second field campaign was constant over the spectral wavelength band. This indicates that the reflectances of the tarps measured at a resolution of 1 nm, could be used as reference surface values in simulations of the 6S radiative transfer model. that the results reflected the spatial radiometric characteristics of the targets, by measuring points on each tarp at least 20 times, with 10 repetitions per measurement. The mean value of these measurements was used in simulations of the 6S model. The reflectance differed by less than 1% between any two points in each tarp. As shown in Figure 3 , all of the spectral reflectance curves of the four large tarps produced a spectrally flat pattern, with the exception of the starting points. As shown on the spectral curve, the reflectance of the radiometric tarps used in the second field campaign was constant over the spectral wavelength band. This indicates that the reflectances of the tarps measured at a resolution of 1 nm, could be used as reference surface values in simulations of the 6S radiative transfer model. 
Laboratory-Based BRDF Measurements of Radiometric Tarps
The BRDF measurement is generally used to infer reflectance at a given viewing geometry and to compute a hemispheric albedo from a reflectance measurement made from a specific direction [26] . The accuracy of such tarp-based field calibrations depends on an accurate knowledge of the tarps' laboratory-measured BRDF at a variety of source illuminations and detector scatter angles [27] , as the BRDF effect is considered an unknown amount of error in the reflectance values [28] . We performed laboratory-based BRDF measurements of the radiometric tarps to compensate for the observation discrepancy between nadir-direction ASD FieldSpec ® 3 measurements, and solar target sensordependent KOMPSAT-3A geometry. First, we cut edge sections (30 cm × 30 cm) from each of the deployed radiometric tarps to measure BRDF in the laboratory. The radiometric tarp samples were made from chemically-treated canvas. We measured the BRDF characteristics of the deployed tarps according to the angle of incidence and reflection, using a hyperspectral gonioreflectometer designed to measure two-dimensional BRDFs for the principal plane. The hyperspectral gonioreflectometer consists of a source system and a goniometric detection system, as shown in Figure 4 [29] . The source system has dual sources: a Xe lamp emitting wavelengths in the 380-780 nm range, and a supercontinuum laser emitting wavelengths in the 450-1000 nm range. As its wavelength range covered the spectral bands of the KOMPSAT-3A AEISS-A sensors, the super-continuum laser source was used 
The BRDF measurement is generally used to infer reflectance at a given viewing geometry and to compute a hemispheric albedo from a reflectance measurement made from a specific direction [26] . The accuracy of such tarp-based field calibrations depends on an accurate knowledge of the tarps' laboratory-measured BRDF at a variety of source illuminations and detector scatter angles [27] , as the BRDF effect is considered an unknown amount of error in the reflectance values [28] . We performed laboratory-based BRDF measurements of the radiometric tarps to compensate for the observation discrepancy between nadir-direction ASD FieldSpec ® 3 measurements, and solar target sensor-dependent KOMPSAT-3A geometry. First, we cut edge sections (30 cm × 30 cm) from each of the deployed radiometric tarps to measure BRDF in the laboratory. The radiometric tarp samples were made from chemically-treated canvas. We measured the BRDF characteristics of the deployed tarps according to the angle of incidence and reflection, using a hyperspectral gonioreflectometer designed to measure two-dimensional BRDFs for the principal plane. The hyperspectral gonioreflectometer consists of a source system and a goniometric detection system, as shown in Figure 4 [29] . The source system has dual sources: a Xe lamp emitting wavelengths in the 380-780 nm range, and a super-continuum laser emitting wavelengths in the 450-1000 nm range. As its wavelength range covered the spectral bands of the KOMPSAT-3A AEISS-A sensors, the super-continuum laser source was used for the BRDF measurements. The beam was adjusted with two lenses and an aperture, and then directed toward the sample. The goniometric detection system had a central axis with two-rotational stages, one for the sample and one for the detection system. We used a three-axis translational stage to adjust the position of the sample and the sample plane to the central axis. The detection system had an aperture that was used to define the solid angle of detection in the reflected radiance measurements, and a fiber-optic probe connected to a CCD-based spectroradiometer with a bandwidth of 3 nm. The instrument used an absolute method to measure the BRDF: the incident irradiance was measured with the sample translated away from the beam path, and the detection system positioned along the beam path. To measure the reflected radiance, the sample was positioned in the beam path, and the detection system was positioned at the angle of reflection.
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for the BRDF measurements. The beam was adjusted with two lenses and an aperture, and then directed toward the sample. The goniometric detection system had a central axis with two-rotational stages, one for the sample and one for the detection system. We used a three-axis translational stage to adjust the position of the sample and the sample plane to the central axis. The detection system had an aperture that was used to define the solid angle of detection in the reflected radiance measurements, and a fiber-optic probe connected to a CCD-based spectroradiometer with a bandwidth of 3 nm. The instrument used an absolute method to measure the BRDF: the incident irradiance was measured with the sample translated away from the beam path, and the detection system positioned along the beam path. To measure the reflected radiance, the sample was positioned in the beam path, and the detection system was positioned at the angle of reflection.
(a) (b) Based on the laboratory BRDF measurements, anisotropy factors (ANIFs) of each radiometric tarp were estimated using the following equation [28] :
where ( ; ; ) is the BRDF for illumination radiance that comes from elevation ( ) directions, which is reflected to elevation directions ( ) at wavelength in the principal plane. Basically, ( ; ; ) was intended for the BRDF measurement of KOMPSAT-3A geometry for the Goheung and Zuunmod field campaigns. BRDFN(φi, θi; φr, θN; λ), which corresponds to the nadirdirection-measured ASD FieldSpec ® 3 result, is measured in the nadir direction ( = 0°). The ANIF is an intuitive reflectance anisotropy measure that varies in theory between 0 and ∞ [30] . The values for each of the field campaign geometries are estimated to normalize the MS reflectance of KOMPSAT-3A to the nadir direction, corresponding to the ASD FieldSpec ® 3 observation based on following equation:
where ρ′ is the normalized MS reflectance of KOMPSAT-3A in the nadir direction, and ρ is the original reflectance of KOMPSAT-3A for the instantaneous geometry conditions in Table 2 . In previous studies [17] , laboratory-based BRDF measurements have been made and directional uncertainties for radiometric tarps were calculated, but no corrections were made for actual KOMPSAT-3 images. In the previous study, the solar zenith angle and the viewing zenith angle were measured at 10 degree intervals. Due to errors in the process used to interpolate between the intervals, only the uncertainty due to measurements of the tarp was shown. In this study, we used actual KOMPSAT-3A geometric conditions, shown in Table 2 , to correct for the fact that we were using satellite images. Figures 5 and 6 show the estimated ANIF values according to each radiometric tarp (from 4% to 60% reflectance), obtained by reflecting the geometries of the Goheung and Zuunmod field Based on the laboratory BRDF measurements, anisotropy factors (ANIFs) of each radiometric tarp were estimated using the following equation [28] :
where BRDF(θ i ; θ r ; λ) is the BRDF for illumination radiance that comes from elevation (θ i ) directions, which is reflected to elevation directions (θ r ) at wavelength λ in the principal plane. Basically, BRDF(θ i ; θ r ; λ) was intended for the BRDF measurement of KOMPSAT-3A geometry for the Goheung and Zuunmod field campaigns. BRDF N (φ i , θ i ; φ r , θ N ; λ), which corresponds to the nadir-direction-measured ASD FieldSpec ® 3 result, is measured in the nadir direction (θ n = 0 • ). The ANIF is an intuitive reflectance anisotropy measure that varies in theory between 0 and ∞ [30] . The values for each of the field campaign geometries are estimated to normalize the MS reflectance of KOMPSAT-3A to the nadir direction, corresponding to the ASD FieldSpec ® 3 observation based on following equation:
where ρ is the normalized MS reflectance of KOMPSAT-3A in the nadir direction, and ρ is the original reflectance of KOMPSAT-3A for the instantaneous geometry conditions in Table 2 . In previous studies [17] , laboratory-based BRDF measurements have been made and directional uncertainties for radiometric tarps were calculated, but no corrections were made for actual KOMPSAT-3 images.
In the previous study, the solar zenith angle and the viewing zenith angle were measured at 10 degree intervals. Due to errors in the process used to interpolate between the intervals, only the uncertainty due to measurements of the tarp was shown. In this study, we used actual KOMPSAT-3A geometric conditions, shown in Table 2 , to correct for the fact that we were using satellite images.
Figures 5 and 6 show the estimated ANIF values according to each radiometric tarp (from 4% to 60% reflectance), obtained by reflecting the geometries of the Goheung and Zuunmod field campaigns, respectively. For example, in Figure 5 , for estimating ANIF, the laboratory-based BRDF measurement geometry condition is 21.3 • incidence with ±9.9 • detection (negative is backward scattering and positive is forward scattering), which is the same as the satellite observation geometry for the Goheung field campaign. In Figure 6 , the experiment geometry condition is 26.6 • incidence with ±2.9 • detection, the same as the Zuunmod field campaign. As shown in Figure 5 , we found slightly inverse symmetrical patterns of ANIF values for all radiometric tarps, except for the 4% tarp, indicating two important facts. The first is that the changeable sun-tarp-sensor geometry should be considered, in order to determine which scattering phases would be reflected by checking geometrical conditions. The second is that radiometric tarps would be expected to have effects on BRDF values in the azimuth direction. We inferred that the inverse symmetry of BRDF values between backward and forward scattering originated from the dependence of the tarps' weft and warp thread orientations on the diffuse reflectance [27] . Under backward scattering conditions, the ANIF values, and even the uncertainties, deviated from 1, except for the 60% tarp, which approached 1 as the wavelength increased (Figure 5a ,c,e,g). This means that the effects of the radiometric tarps on BRDF are more effective for shortwave ranges, such as the blue and green bands. In the case of forward scattering, not only were ANIF values near 1, but an ANIF value of 1 was included in the uncertainty range over most of the measurement wavelengths (Figure 5b ,d,f,h). For the Goheung field campaign site (Table 2) , the ANIF value for backward scattering was applied, in order to normalize the satellite reflectance, because the relative azimuth angle between satellites and the sun is 25.4 • .
In the case of the Zuunmod field campaign, because the site has a decreased viewing zenith angle (detection angle) compared to the Goheung site, weaker BRDF effects, which are sensitive to the extent of off-nadir direction, would be expected. Therefore, inevitably, the ANIF values and the uncertainties were near 1, indicating that the radiometric tarps of the Zuunmod field campaign with a +2.9 • viewing zenith angle, have weak effects on the BRDF.
We only applied ANIF-based correction for the Goheung site, based on the laboratory BRDF measurements using Equation (2).
Remote Sens. 2017, 9, 130 9 of 22 campaigns, respectively. For example, in Figure 5 , for estimating ANIF, the laboratory-based BRDF measurement geometry condition is 21.3° incidence with ± 9.9° detection (negative is backward scattering and positive is forward scattering), which is the same as the satellite observation geometry for the Goheung field campaign. In Figure 6 , the experiment geometry condition is 26.6° incidence with ± 2.9° detection, the same as the Zuunmod field campaign. As shown in Figure 5 , we found slightly inverse symmetrical patterns of ANIF values for all radiometric tarps, except for the 4% tarp, indicating two important facts. The first is that the changeable sun-tarp-sensor geometry should be considered, in order to determine which scattering phases would be reflected by checking geometrical conditions. The second is that radiometric tarps would be expected to have effects on BRDF values in the azimuth direction. We inferred that the inverse symmetry of BRDF values between backward and forward scattering originated from the dependence of the tarps' weft and warp thread orientations on the diffuse reflectance [27] . Under backward scattering conditions, the ANIF values, and even the uncertainties, deviated from 1, except for the 60% tarp, which approached 1 as the wavelength increased (Figure 5a ,c,e,g). This means that the effects of the radiometric tarps on BRDF are more effective for shortwave ranges, such as the blue and green bands. In the case of forward scattering, not only were ANIF values near 1, but an ANIF value of 1 was included in the uncertainty range over most of the measurement wavelengths (Figure 5b,d,f,h ). For the Goheung field campaign site (Table 2) , the ANIF value for backward scattering was applied, in order to normalize the satellite reflectance, because the relative azimuth angle between satellites and the sun is 25.4°. In the case of the Zuunmod field campaign, because the site has a decreased viewing zenith angle (detection angle) compared to the Goheung site, weaker BRDF effects, which are sensitive to the extent of off-nadir direction, would be expected. Therefore, inevitably, the ANIF values and the uncertainties were near 1, indicating that the radiometric tarps of the Zuunmod field campaign with a +2.9° viewing zenith angle, have weak effects on the BRDF.
We only applied ANIF-based correction for the Goheung site, based on the laboratory BRDF measurements using Equation (2). (left panel, a,c,e,g ) are the ANIF of 4%, 25%, 35% and 60% tarp under backward scattering condition, and (right panel, b,d,f,h ) are the ANIF of 4%, 25%, 35% and 60% tarp under forward scattering condition. panel, a,c,e,g ) are the ANIF of 4%, 25%, 35% and 60% tarp under backward scattering condition, and (right panel, b,d,f,h ) are the ANIF of 4%, 25%, 35% and 60% tarp under forward scattering condition.
Atmospheric Conditions Using MFRSR for AOD and Column Water Vapor
In this study, we used MFRSR observation equipment to obtain accurate atmospheric data. In our previous study, we used less accurate MODIS equipment, so the uncertainty in our (left panel, a,c,e,g ) are the ANIF of 4%, 25%, 35% and 60% tarp under backward scattering condition, and (right panel, b,d,f,h ) are the ANIF of 4%, 25%, 35% and 60% tarp under forward scattering condition. 
In this study, we used MFRSR observation equipment to obtain accurate atmospheric data. In our previous study, we used less accurate MODIS equipment, so the uncertainty in our panel, a,c,e,g ) are the ANIF of 4%, 25%, 35% and 60% tarp under backward scattering condition, and (right panel, b,d,f,h ) are the ANIF of 4%, 25%, 35% and 60% tarp under forward scattering condition.
In this study, we used MFRSR observation equipment to obtain accurate atmospheric data. In our previous study, we used less accurate MODIS equipment, so the uncertainty in our measurements was higher [17] . The MFRSR has been used to measure atmospheric parameters, such as AOD and water vapor [31, 32] . For the atmospheric parameterization, MFRSR-measured AOD and column water vapor were used as input parameters to derive sensor-level radiance.
In the case of AOD estimation with MFRSR, we first measured the total, direct, and diffuse irradiances at the Goheung and Zuunmod field campaign sites. In general, the well-known Langley regression method is widely used to estimate AOD by retrieving the TOA irradiance (I 0 ), by securing at least two months of continuous measurements that are long enough to reduce the statistical variability to less than 1% per day [33] . However, it is difficult to acquire long-term continuous observations during vicarious calibration field campaign periods. In this study, to overcome this limitation of the Langley regression method, the modified Langley correction method, using the maximum value composite (MVC) of the largest irradiance values at a given air mass, was applied. Lee et al. [34] proved that the suggested MVC-based Langley method (hereafter, Langley MVC ) showed reasonable statistical results for nearly impossible-to-find days that meet the requirements for performing traditional Langley analyses. Figure 7 shows an example of the Langley plots of the MFRSR 496 nm channel irradiance data as functions of air mass, for Goheung and Zuunmod. The Langley MVC cannot deal with temporal changes in I 0 during a given composite period; therefore, the smoothing and removal of outliers using a filtering technique were employed from one composite period to another [35] . The correlation coefficients for Goheung and Zuunmod were 0.996 and 0.982, respectively, indicating that the I 0 from Langley MVC would be useful for deriving the total optical depth (TOD) during the field campaigns. measurements was higher [17] . The MFRSR has been used to measure atmospheric parameters, such as AOD and water vapor [31, 32] . For the atmospheric parameterization, MFRSR-measured AOD and column water vapor were used as input parameters to derive sensor-level radiance.
In the case of AOD estimation with MFRSR, we first measured the total, direct, and diffuse irradiances at the Goheung and Zuunmod field campaign sites. In general, the well-known Langley regression method is widely used to estimate AOD by retrieving the TOA irradiance (I0), by securing at least two months of continuous measurements that are long enough to reduce the statistical variability to less than 1% per day [33] . However, it is difficult to acquire long-term continuous observations during vicarious calibration field campaign periods. In this study, to overcome this limitation of the Langley regression method, the modified Langley correction method, using the maximum value composite (MVC) of the largest irradiance values at a given air mass, was applied. Lee et al. [34] proved that the suggested MVC-based Langley method (hereafter, LangleyMVC) showed reasonable statistical results for nearly impossible-to-find days that meet the requirements for performing traditional Langley analyses. Figure 7 shows an example of the Langley plots of the MFRSR 496 nm channel irradiance data as functions of air mass, for Goheung and Zuunmod. The LangleyMVC cannot deal with temporal changes in I0 during a given composite period; therefore, the smoothing and removal of outliers using a filtering technique were employed from one composite period to another [35] . The correlation coefficients for Goheung and Zuunmod were 0.996 and 0.982, respectively, indicating that the I0 from LangleyMVC would be useful for deriving the total optical depth (TOD) during the field campaigns. Based on the determined from LangleyMVC, TOD ( ) was estimated using the following equation:
where is the instantaneous direct solar irradiance from the MVC method and m is the air mass. The TOD during any time of the day consisted of the Rayleigh optical depth (ROD, ), AOD ( ), and gas absorption optical depth (GAOD, ), as follows:
Therefore, AOD can be derived by subtracting ROD and GAOD, from TOD. ROD can be calculated as a function of wavelength ( ) [36] , as follows:
Although gas absorption is effectively zero for many regions of the solar spectrum, ozone absorption at the 496, 615, and 670 nm wavelengths, and NO2 absorption at the 415, 496, and 615 nm Based on the I 0 determined from Langley MVC , TOD (τ Tot ) was estimated using the following equation:
where I is the instantaneous direct solar irradiance from the MVC method and m is the air mass. The TOD during any time of the day consisted of the Rayleigh optical depth (ROD, τ Rayleigh ), AOD (τ aerosol ), and gas absorption optical depth (GAOD, τ gas ), as follows:
Therefore, AOD can be derived by subtracting ROD and GAOD, from TOD. ROD can be calculated as a function of wavelength (λ) [36] , as follows:
Although gas absorption is effectively zero for many regions of the solar spectrum, ozone absorption at the 496, 615, and 670 nm wavelengths, and NO 2 absorption at the 415, 496, and 615 nm MFRSR wavelength channels, are sensitive [33, 37] , and must be taken into account. Therefore, the optical depths of ozone absorption and NO 2 absorption were estimated using the corresponding ozone absorption coefficients [38] and NO 2 absorption cross-sections [39] , following Equations (6) and (7), respectively:
where σ O3 in cm −1 is the ozone absorption coefficient and D O3 is the total column ozone in Dobson units (DU) from the Total Ozone Mapping Spectrometer (TOMS) instrument and the Ozone Monitoring Instrument (OMI). Similarly, total column NO 2 (D NO2 ) from the OMI was used to derive NO 2 absorption (σ NO2 ). In this study, we used the TOMS OMI total ozone as the input parameter for the 6S model to simulate ozone absorption. Figure 8 shows the final results of MFRSR AOD over Goheung and Zuunmod. The scattered patterns of Goheung in the morning were caused by passing clouds, according to visual inspection of Geostationary Ocean Color Imager (GOCI) RGB images. Afterwards, all spectral channels showed stable AOD curves. The Zuunmod field campaign site showed more stable AOD curves and longer periods of clear skies. For both sites, the estimated AODs could be used as an input parameter of the 6S radiative transfer model. MFRSR wavelength channels, are sensitive [33, 37] , and must be taken into account. Therefore, the optical depths of ozone absorption and NO2 absorption were estimated using the corresponding ozone absorption coefficients [38] and NO2 absorption cross-sections [39] , following Equations (6) and (7), respectively:
where σO3 in cm −1 is the ozone absorption coefficient and DO3 is the total column ozone in Dobson units (DU) from the Total Ozone Mapping Spectrometer (TOMS) instrument and the Ozone Monitoring Instrument (OMI). Similarly, total column NO2 ( ) from the OMI was used to derive NO2 absorption ( ). In this study, we used the TOMS OMI total ozone as the input parameter for the 6S model to simulate ozone absorption. Figure 8 shows the final results of MFRSR AOD over Goheung and Zuunmod. The scattered patterns of Goheung in the morning were caused by passing clouds, according to visual inspection of Geostationary Ocean Color Imager (GOCI) RGB images. Afterwards, all spectral channels showed stable AOD curves. The Zuunmod field campaign site showed more stable AOD curves and longer periods of clear skies. For both sites, the estimated AODs could be used as an input parameter of the 6S radiative transfer model. Among the seven MFRSR channels, the 937 nm channel is used to derive the water vapor optical depth (WVOD, ). In the derivation of WVOD, Equation (3) is expressed as Equation (8), because other gaseous absorptions are negligible and water vapor absorption is strong at this wavelength:
WVOD can be expressed as Equation (9), denoting the column water vapor and including the optical pass length by water vapor ( ), and constants a and b [32] :
In the case of the Zuunmod field campaign, a discontinuous pattern was found after 3:00 UTC, because unrealistic TOD values were recorded. According to the MFRSR measurements of Zuunmod, stable clear skies were detected, indicating that we can select the value for water vapor at the time closest to the KOMPSAT-3A passing time, by assuming that the variation in column water vapor is insignificant. Table 3 shows selected values for AOD, water vapor, and ozone at satellite overpass times, for the Goheung and Zuunmod sites. Among the seven MFRSR channels, the 937 nm channel is used to derive the water vapor optical depth (WVOD, τ PWV ). In the derivation of WVOD, Equation (3) is expressed as Equation (8), because other gaseous absorptions are negligible and water vapor absorption is strong at this wavelength:
WVOD can be expressed as Equation (9), denoting the column water vapor and including the optical pass length by water vapor (m w ), and constants a and b [32] :
In the case of the Zuunmod field campaign, a discontinuous pattern was found after 3:00 UTC, because unrealistic TOD values were recorded. According to the MFRSR measurements of Zuunmod, stable clear skies were detected, indicating that we can select the value for water vapor at the time closest to the KOMPSAT-3A passing time, by assuming that the variation in column water vapor is insignificant. Table 3 shows selected values for AOD, water vapor, and ozone at satellite overpass times, for the Goheung and Zuunmod sites. 
Retrieval of PSF with KOMPSAT-3A MS Bands by Observing Stars
The PSF, which is the electronic response of a sensor system to a point radiator, is an important criterion of image quality [40] . How well the PSF is defined is also important, as the PSF of the CCD camera can seriously affect the accuracy of radiometric calibration and measurement [41] . In addition, the impact of the PSF on the optical sensor results in considerable uncertainties in derived MODIS land cover products [42] . Therefore, we also newly considered the effects of the PSF by observing images of a point source, such as a bright star, to characterize the AEISS-A sensor response to the point source [43, 44] . We observed stars using KOMPSAT-3A MS to measure the PSF of the AEISS-A sensor during the IOT periods. The satellite attitude control system can be used to observe stars by rotating KOMPSAT-3A during Eclipse orbits. To select an effective bright star source, we first eliminated background noise, and then applied a threshold value by considering a high signal-to-noise ratio (SNR) and an unsaturated DN value. To select stars with radiances within the detection range of AEISS-A, we referred to the Gunn & Stryker Stellar spectrophotometric atlas, which contains information on the visible spectra of 175 stars [45] . Figure 9 shows measured star images from the KOMPSAT-3A-combined MS bands. Figure 9h shows the overlaid KOMPSAT-3A MS images of selected stars, and the highest points of the images are the locations of the stars. Based on Figure 9h , 3 × 3 pixels were the sensitive area for PSF effects, indicating that the adjacency effects can be reduced and PSF compensated for, by using tarps that are large enough, such as those occupying 5 × 5 pixels (11 × 11 m in the nadir direction in the KOMPSAT-3A MS images) or more.
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Based on the vicarious radiometric calibration of KOMPSAT-3A, we simulated TOA radiance using the 6S model with the aforementioned input parameters, and estimated a match-up dataset using KOMPSAT-3A DN during the first Goheung field campaign. Figure 11 shows scatterplots of KOMPSAT-3A DNs and simulated radiance at the sensor over each of the deployed radiometric tarps, for all MS bands during the first Goheung field campaign. To estimate the DN-to-radiance coefficients of this campaign, we performed a linear least squares fit using those estimated values. All scatterplots of the spectral bands are closely located over the linear regression lines, indicating that the four Finally, by dividing the Fourier-transformed KOMPSAT-3A MS image in the frequency domain by the determined MTF, we calculated the satellite image data compensating for the PSF effect. The focusing system of the AEISS-A mainly depended on the temperature of the sensor focal lens, as we did not consider that the PSF change caused the temperature of the sensor focal lens, because its variation is nonlinear.
Based on the vicarious radiometric calibration of KOMPSAT-3A, we simulated TOA radiance using the 6S model with the aforementioned input parameters, and estimated a match-up dataset using KOMPSAT-3A DN during the first Goheung field campaign. Figure 11 shows scatterplots of KOMPSAT-3A DNs and simulated radiance at the sensor over each of the deployed radiometric tarps, for all MS bands during the first Goheung field campaign. To estimate the DN-to-radiance coefficients of this campaign, we performed a linear least squares fit using those estimated values. All scatterplots of the spectral bands are closely located over the linear regression lines, indicating that the four distinct radiometric tarps are useful for determining DN-to-radiance coefficients. In addition, all of the coefficients of determination have R 2 values close to 1.0. To test our values statistically, we performed the DN-to-radiance conversion twice: once using ANIF correction, and once without it. We expected that the effectiveness of the laboratory-based BRDF values applied would be checked by comparing the DN-to-radiance coefficients (ANIF correction or not) with the results of the second field campaign. The determied DN-to-radiance coefficients for the first Goheung field campaign are shown in Table 4 . In this study, only gain values were calculated, because the calculated offset values are remarkably small and would be ignored when the values are finally converted to radiance. We expected that the effectiveness of the laboratory-based BRDF values applied would be checked by comparing the DN-to-radiance coefficients (ANIF correction or not) with the results of the second field campaign. The determied DN-to-radiance coefficients for the first Goheung field campaign are shown in Table 4 . In this study, only gain values were calculated, because the calculated offset values are remarkably small and would be ignored when the values are finally converted to radiance. For the second field campaign over Zuunmod, Mongolia, we also estimated DN-to-radiance coefficients based on the same vicarious calibration methods and data formulation. As shown in Figure 12 , the scatterplots between DN and simulated TOA radiance for each radiometric tarp also fitted the regression line, similar to the results of the Goheung field campaign. The R 2 values of the blue, green, red, and NIR bands, were 0.999, 1.0, 0.999, and 0.998, respectively, similar to the Goheung results. The various reflectance ranges of each tarp, from 4% to 60%, were effective for simulating the linear patterns of match-up data between DN and simulated radiance. As mentioned preiovusly, the estimated coefficients can be used in most cases of natural reflectance, as the reflectance of land is usually less than 60%. However, it is difficult to model nonlinear characteristics, such as saturation, using the proposed coefficients for observing natural reflectors of 60% or more. For the second field campaign over Zuunmod, Mongolia, we also estimated DN-to-radiance coefficients based on the same vicarious calibration methods and data formulation. As shown in Figure 12 , the scatterplots between DN and simulated TOA radiance for each radiometric tarp also fitted the regression line, similar to the results of the Goheung field campaign. The R 2 values of the blue, green, red, and NIR bands, were 0.999, 1.0, 0.999, and 0.998, respectively, similar to the Goheung results. The various reflectance ranges of each tarp, from 4% to 60%, were effective for simulating the linear patterns of match-up data between DN and simulated radiance. As mentioned preiovusly, the estimated coefficients can be used in most cases of natural reflectance, as the reflectance of land is usually less than 60%. However, it is difficult to model nonlinear characteristics, such as saturation, using the proposed coefficients for observing natural reflectors of 60% or more. We also calculated the gain ratio between the first and second campaign, to check the radiometric calibration continuity between the two field campaigns and to determine the effectiveness of the laboratory-based BRDF applied to the satellite observations. As we expected, the gain ratio of the ANIF-corrected scale factors was more reliable than the non-corrected values, particularly for the blue and green bands. The contributions of the laboratory-based BRDF corrections to the red and NIR bands were nonsignificant, which would be expected because of the ANIF values close to 1 based on Figure 5e ,g. Consequently, the gain ratio between the two field campaigns in the last column of Table 5 , had less than a 5% discrepancy for ANIF-corrected values, indicating that the DN-to-radiance conversion coefficients for KOMPSAT-3A are reasonable for estimating continuous variables for quantitative applications, such as surface reflectance, vegetation index, and atmospheric information. 
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Approximate Error Budget of Vicarious Calibration for KOMPSAT-3A
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Discussion
Approximate Error Budget of Vicarious Calibration for KOMPSAT-3A
We estimated the approximate error budget of the vicarious radiometric calibration with KOMPSAT-3A, in order to acknowledge the uncertain accuracy of the DN-to-radiance coefficient results. We considered worse-case conditions to inform users that these errors exist. Table 6 lists the evaluated approximate error sources of the vicarious calibration with KOMPSAT-3A MS bands. Basically, before performing vicarious calibration of KOMPSAT-3A, KARI implemented relative radiometric corrections to improve the categorical variables of imagery, mainly for non-uniformity, and the pixel burst, which change the quality of the DN values after processing. Non-uniformity correction (NUC) was performed to reduce non-uniformity and eliminate sparkle lines, because the assembled CCD sensor of the AEISS-A generally shows variation between detectors, which appear in the along-track direction of scanning [17] . Furthermore, for pixel burst, an image data restoration (de-noising) algorithm was applied to minimize the pattern noise, by selecting dark DN areas. We assigned a 5% error value to that induced by performing relative radiometric correction, which was analyzed during the IOT periods. We did not interpret the effects of relative radiometric accuracy assessment, but rather focused on the absolute radiometric calibration results of KOMPSAT-3A. Second, as recommended by the CEOS community, we utilized the solar irradiance profile derived from Thuillier et al. [2] , to convert the at-sensor spectral radiance to TOA reflectance. We assigned a 3% radiance error, considering the inherent solar irradiance data uncertainty and the spectral wavelength resolution discrepancy between 1 nm solar irradiance data of Thuillier et al. [2] , and the 6S radiative transfer model of 2.5 nm resolution. In the case of the exo-atmospheric solar spectral irradiances for KOMPSAT-3A, we used the same values of KOMPSAT-3, due to the same SRF of the sensor.
When using the hyperspectral reflectance of the radiometric tarps by the ASD FieldSpec ® 3 for the radiative transfer model, peak-to-peak reflectance variation exists within the SRF wavelength ranges of the MS bands. The variation in hyperspectral reflectance for each corresponding band, was less than 1% for all radiometric tarps. The spatial variability of the hyperspectral reflectance of the radiometric tarps was also measured using ASD FieldSpec ® 3. The reflectance between any two points on the tarps varied by less than 1%. Therefore, we assigned a value of 1% to the surface reflectance measurement and used it in the simulation model. The measurements of hyperspectral reflectance on the radiometric tarps with the ASD FieldSpec ® 3 could generate radiometric uncertainty that directly propagates to the calibration results for the following reasons. The single use of the ASD FieldSpec ® 3 can introduce error, due to the measurement time difference between the downward and upward hyper-radiance. To measure the hyperspectral reflectance, the ASD FieldSpec ® 3 observes the Spectralon white panel for downward radiance measurement, and then observes the upward radiance on tarps. However, during the measurement interval, if weather conditions change, mainly due to rapidly moving clouds, the measurement reflectance accuracy of a single ASD FieldSpec ® 3 could be reduced. For the purpose of future work, we would prepare two ASD FieldSpec ® 3 spectroradiometers, in order to reduce the limitations of a single unit. In this study, we merely mention the potential error of field measurements; we did not include the uncertain accuracy in the error budget because the measurement accuracy of the ASD FieldSpec ® 3 is observer-dependent, and it is difficult to quantify the amount of error. Instead, we only determined that the inherent device accuracy of the ASD FieldSpec ® 3 is less than 1%.
We also used laboratory-based BRDF measurements of the radiometric tarps to normalize the satellite-based reflectances to the nadir geometry of the ASD FieldSpec ® 3 for the Goheung field campaign. Although the lab measurements were useful for compensating for discrepancies in observation geometry, the uncertainties of the radiometric tarps still remained. We assigned a value of 2.5%, which is the maximum value of uncertainty based on laboratory-based BRDF measurements. Furthermore, based on the results shown in Figures 4 and 5 , it is notable that the laboratory-based BRDF measurements of the tarps showed symmetry patterns that were the inverse of the detection angle as the center of the nadir detection angle, indicating that the effects of the radiometric tarps on BRDF would exist for the azimuth angle direction. For the effects in the azimuth direction, which are difficult to measure using a 2D hyperspectral gonioradiometer, undefined error factors remain, despite analyzing the uncertain accuracy of the laboratory-based BRDF. According to Georgiev and Butler [27] , the greater the viewing zenith angle, the greater the BRDF effects in the azimuth angle direction. Therefore, we remind the user group about the inherent uncertainty associated with the azimuth direction, due to limitations of the 2D hyperspectral gonioradiometer.
Finally, we also represented the expected uncertainties of atmospheric measurements of AOD, ozone, and water vapor. For the AOD measured by MFRSR, we considered the radiometric error values, in spite of the applied Langley MVC , to estimate the TOA irradiance, because uncertainties about the correction algorithm and inherent instrument would be expected. We assigned a 1% accuracy of AOD estimation with MFRSR. An error of WVOD at 937 nm would also be expected, due to the assumption that the effects of other gaseous absorptions are negligible and that water vapor absorption is strong over the 937 nm wavelength range. Furthermore, due to the missing value of column water for the Zuunmod site, we chose the nearest value to the satellite pass time, by assuming that the variation in column water vapor is insignificant in stable weather conditions. We also assigned a 10% accuracy of water vapor retrieval using MFRSR, according to Alexandrov et al. [46] . In the case of total ozone, we used the TOMS/OMI total ozone products for absorption of ozone, which have a 2% root mean square error (RMSE) with a horizontal resolution of 1 • -1.2 • (TOMS Ozone Algorithm Theoretical Basis Document, [47] ). The corresponding TOA radiance errors with the controlled error values of AOD, column water vapor, and total ozone, are 1%-2%. The error for each atmospheric component was analyzed separately, using the 6S radiative transfer model. The sensitivity test method was applied to fix the other variables and to apply the extreme value of the corresponding variables. In the final analysis, the combined error of the vicarious calibration with KOMPSAT-3A MS was approximately 6.8%, assuming that each of the aforementioned error sources was independent. Therefore, it was calculated using the root of the squared sum of each error variable.
Limitation of Vicarious Calibration of KOMPSAT-3A
We did not perform cross-calibration, which is another proven calibration method, using the radiometrically calibrated Landsat-8 Operational Land Imager (OLI) [48] to calibrate KOMPSAT-3A.
Various studies have performed cross-calibration with well-calibrated satellites [49] [50] [51] [52] [53] . Recently, Landsat-8 OLI was considered a reliable calibrated reference and showed reliable calibration results [54] . We considered cross-calibration using radiometrically calibrated Landsat-8 OLI to improve the radiometric calibration of KOMPSAT-3A. Among the various natural targets, we considered a desert area for cross-calibration because it meets the stability and homogeneity criteria, and the low cloudiness and characterized BRDF behavior would also be useful [55, 56] . From among 20 desert sites selected by Cosnefroy et al. [57] , we selected the Libya site, and used reported cross-calibration methods [17, 52, 58] . No cases met the requirements of the geometrical criteria [52] , indicating that the increased BRDF effects of surface and atmospheric loading would make it difficult to accurately simulate the TOA radiance, due to increased uncertainties of those error factors. As mentioned previously, the main reason for the geometrical discrepancy is the difference in equatorial crossing time between the KOMPSAT-3A ascending node at 1:30 p.m. local time, and the Landsat-8 descending node at 10:00 a.m. local time, which made it difficult to perform cross-validation in this study. Therefore, we could not perform the proven cross-calibration with Landsat-8 OLI, in order to improve the radiometric calibration of KOMPSAT-3A MS.
Summary and Conclusions
The radiometric characteristics of the KOMPSAT-3A MS bands were interpreted, based on vicarious calibration methods using the 6S radiative transfer model, well-known radiometric tarps, and MFRSR measurements. During the IOT periods, we determined KOMPSAT-3A DN-to-radiance coefficients, which will be useful for quantitative applications of the user group, over the two field campaigns. Laboratory-based BRDF measurements of the radiometric tarp samples, obtained using a hyperspectral gonioradiometer, were used to normalize satellite geometry-dependent reflectance to nadir-only ASD FieldSpec ® 3 observations for high viewing angles. In addition, the modeled PSF, obtained by observing bright stars, was utilized to clarify the PSF and correct MS bands, in order to reduce the interfering radiance from targets adjacent to the tarps. The precise atmospheric conditions using MFRSR were also used to estimate related optical loadings of each gas in the wavelength range of KOMPSAT-3A SRF. The final statistical values for scale factors and R 2 were determined, based on the two field campaigns. The R 2 values of blue, green, red, and NIR bands for all cases, were more than 0.998, meaning that the suggested method is useful for determining the radiometric calibration of KOMPSAT-3. Particularly, we paid attention to the effectiveness of laboratory-based BRDF correction for higher viewing zenith angles. The gain ratios of the blue and green bands were improved to 1.3% and 1.2%, respectively, by applying ANIF correction. Finally, the calculated gain ratios between the first and second campaigns showed a discrepancy of less than 5%, indicating that the radiometric characteristics of KOMPSAT-3A are reasonable for estimating continuous variables for quantitative applications. Although we performed radiometric calibration carefully, uncertainty error remained in our methods, modeling, input parameters, and measurements. Thus, we also analyzed the approximate error budget for the vicarious calibration of KOMPSAT-3A, and assigned a value of 6.8%. These results should be useful to the user group when utilizing KOMPSAT-3A MS imagery.
